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Notice 

Every effort was made to ensure that the information in this document was accurate at 

the time of release. However, information is subject to change without notice, and Viavi 

Solutions reserves the right to provide an addendum to this document with information 

not available at the time that this document was created. 

 

Copyright/Trademarks 

©  Copyright 2016 Viavi Solutions Inc. All rights reserved. No part of this guide may be 

reproduced or transmitted, electronically or otherwise, without written permission of the 

publisher. Viavi Solutions, the Viavi logo, CellAdvisor, RANAdvisor TrueSite, StrataSync, 

and EZ-Cal are trademarks of Viavi Solutions Inc. (ñViaviò). All trademarks and 

registered trademarks are the property of their respective companies. 

 

Google Maps and Google Earth are either trademarks or registered trademarks of 

Google in the United States and/or other countries. 

 

Bluetooth is a trademark or a registered trademark of Bluetooth Special Interest Group 

(SIG) Inc. in the United States and/or other countries. 

 

Android is a trademark or a registered trademark of Google in the United States and/or 

other countries. 

 

iOS is a trademark or a registered trademark of Apple Inc. in the United States and/or 

other countries. 

 

Windows and Windows 7 are either trademarks or registered trademarks of Microsoft 

Corporation in the United States and/or other countries. 

 

Copyright release 

Reproduction and distribution of this guide is authorized for US Government purposes 

only. 

 

Ordering information 

This document is a product of Viaviôs Technical Publications Department, issued as part 

of the JD700B Series. The catalog number for a published manual is JD700B362 - 

printed. The catalog number for an electronic manual on CD-ROM is JD700B361 - 

electronic. 

 

Open source disclaimer ï IMPORTANT READ CAREFULLY 

The JD700B Series includes third party software licensed under the terms of separate 

open source software licenses. By using this software, you agree to comply with the 

terms and conditions of the applicable open source software licenses. Software 

originated by Viavi is not subject to third party licenses. Terms of the Viavi Software 

License different from applicable third party licenses are offered by Viavi alone. 

 

This product incorporates open source software entitled ñzlibò. The zlib is the 

compression library written by Jean-loup Gailly and Mark Adler, who granted permission 

to use this software for any purpose, including commercial applications. 
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This product includes open source software developed by the Apache Software 

Foundation (http://www.apache.org/). 

 

This product used free library for JPEG image compression written and distributed by 

Independent JPEG Group or IJG (http://www.ijg.org/). 

 

This product used free, open-source JavaScript library entitled ñjQueryò. It is licensed 

under the MIT License (http://jquery.org/license/). 

 

This product used open source software entitled ñLibpcap-1.3.0ò. The Libcap-1.3.0 is the 

portable packet-capturing library developed by TCPDUMP (http://www.tcpdump.org). 

 

See ñViewing OSS licenseò on page 44 for more information. 

 

Terms and conditions 

Specifications, terms, and conditions are subject to change without notice. The provision 

of hardware, services, and/or software is subject to Viaviôs standard terms and 

conditions, available at www.viavisolutions.com/en/terms-and-conditions. 

 

NRTL compliance 

This product was tested according to UL 61010-1:2012 and CAN/CSA C22.2  

No. 61010-1-12. Conformity with these requirements is based upon compliance with the 

standard IEC 61010-1. A copy of the Declaration of Conformity is provided upon your 

request. 

 

Ce produit a été testé selon la norme UL 61010-1 : 2012 et CAN / CSA C22.2 No. 61010-1-12.  

La conformité à ces exigences est fondée sur la conformité à la norme CEI 61010-1. Une copie 

de la déclaration de conformité est disponible sur demande. 

 

EMC directive compliance 

This product was tested and conforms to the EMC Directive, 2004/108/EC and its 

amending directives for electromagnetic compatibility. Conformity with this directive is 

based upon compliance with the harmonized European standards: EN61326-1 and 

CISPR11. A copy of the Declaration of Conformity is provided upon your request. 

 

Low voltage directive compliance 

This product was tested and conforms to the Low Voltage Directive, 2006/95/EC and its 

amending directives. Conformity with this directive is based upon compliance with the 

harmonized European standard EN61010-1. A copy of the Declaration of Conformity is 

provided upon your request. 

 

WEEE and battery directive compliance 

Viavi has established processes in compliance with the Waste Electrical and Electronic 

Equipment (WEEE) Directive, 2002/96/EC, and the Battery Directive, 2006/66/EC. 

 

This product, and the batteries used to power the product, should not be disposed of as 

unsorted municipal waste and should be collected separately and disposed of according 

to your national regulations. In the European Union, all equipment and batteries 

purchased from Viavi after 2005-08-13 can be returned for disposal at the end of its 

http://www.ijg.org/
http://jquery.org/license/
http://www.tcpdump.org/
http://www.viavisolutions.com/en/terms-and-conditions
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useful life. Viavi will ensure that all waste equipment and batteries returned are reused, 

recycled, or disposed of in an environmentally friendly manner, and in compliance with 

all applicable national and international waste legislation. 

 

It is the responsibility of the equipment owner to return equipment and batteries to Viavi 

for appropriate disposal. If the equipment or battery was imported by a reseller whose 

name or logo is marked on the equipment or battery, then the owner should return the 

equipment or battery directly to the reseller. 

Instructions for returning waste equipment and batteries to Viavi can be found in the 

Environmental section of Viaviôs web site at www.viavisolutions.com. If you have 

questions concerning disposal of your equipment or batteries, contact Viaviôs WEEE 

Program Management team. 

 

http://www.viavisolutions.com/
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Purpose and scope 
The purpose of this guide is to help you successfully operate the JD700B series (firmware version 3.064 and 

later) and use its features and capabilities. This document includes instructions that describe how to operate, 

set up, configure, and use the JD700B series, consisting of JD785B/JD745B Base Station Analyzer, 

JD786B/JD746B RF Analyzer, and JD788B/JD748B Signal Analyzer. 

 

Objectif et champ d'application 

Le but de ce guide est de vous aider à utiliser avec succès la série JD700B (version du firmware 3.064 et plus tard) et à 

utiliser ses fonctions et capacités. Ce document contient des instructions qui décrivent comment utiliser, créer, 

configurer et utiliser la série JD700B, composé de JD785B/JD745B Base Station Analyzer, JD786B/JD746B RF 

Analyzer, et JD788B/JD748B Signal Analyzer. 

 

Assumptions 
This guide is intended for novice, intermediate, and experienced users who want to use the JD700B series 

effectively and efficiently. We are assuming that you have basic operation experience and are familiar with 

basic mobile communication concepts and terminology. 

 

Hypothèses 

Ce guide est destiné aux débutants, intermédiaires et les utilisateurs avancés qui veulent utiliser série JD700B efficace 

et efficiente. Nous supposons que vous avez une expérience de base du fonctionnement et êtes familier avec les 

concepts de communication mobile et de la terminologie. 

 

Safety and compliance information 
It is mandatory to permanently connect this product to the protective earth. 

 

When supplying power to this device, always use an AC power cable that includes an earth (safety) ground 

connection. 

 

Informations de sécurité et de conformité 

Il est obligatoire de se connecter en permanence ce produit à la protecteur terre. Lorsque alimenter en énergie cet 

appareil, utilisez toujours un câble d'alimentation secteur qui comprend une terre de sécurité. 

 

 

WARNING 

Do not attempt to service this product yourself, as opening or removing covers may 
expose you to dangerous voltage and other hazards. Refer all servicing to qualified 
service personnel. 
 
AVERTISSEMENT 
Ne pas tenter de réparer ce produit vous-même, car l'ouverture ou le retrait des capots peut vous 
exposer à des tensions dangereuses et autres risques. Confiez toute réparation à un personnel 
qualifié de service Viavi. 

 

 

CAUTION 

This equipment contains parts and assemblies sensitive to electrostatic discharge (ESD). 
Use ESD precautionary procedures when touching, removing, or inserting ESD sensitive 
parts and assemblies, or damage to components could result. 
 
An electrostatic-sensitive device can only withstand voltage spikes of 10 to 100 volts. Any 
discharge greater than this can damage or effectively destroy such a device while going 
unnoticed by a technician. Common plastics (synthetic insulating materials), clothing, and 
paper or cardboard are the most common source of static charges. 
 
MISE EN GARDE 
Cet équipement contient des pièces et des assemblages sensibles aux décharges électrostatiques 
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(ESD). Utilisez ESD procédures de précaution en cas de contact, la suppression ou l'insertion de 
pièces de l'EDD et des assemblages sensibles, ou des dommages aux composants pourraient en 
résulter. 
 
Un dispositif électrostatique sensible ne peut supporter des pointes de tension de 10 à 100 volts. 
Toute décharge supérieur à ce qui peut endommager ou détruire efficacement un tel dispositif alors 
passer inaperçu par un technicien. Matières plastiques (matériaux synthétiques isolants), les 
vêtements et le papier ou le carton sont la source la plus fréquente de charges statiques. 

 

 

CAUTION 

This instrument uses a Lithium Ion battery that, if not connected correctly, may lead to 
explosion. In case the battery needs to be exchanged, it must be the same kind as or 
compatible with the one shipped with your instrument. 
 
The battery must not be disposed of in a landfill site or as municipal waste, and should be 
disposed of according to your national regulations. 
 
MISE EN GARDE 
Cet instrument utilise une batterie lithium-ion qui, s'il n'est pas connecté correctement, peut conduire 
à une explosion. Dans le cas où la batterie a besoin d'être remplacé, il doit être du même type ou 
compatible avec celui fourni avec votre instrument. 
 
La batterie ne doit pas être éliminé dans un site d'enfouissement ou les déchets municipaux, et doit 
être éliminé conformément à la réglementation nationales. 

 

Conventions 
This guide uses typographical and symbols conventions as described in the following tables. 

 

Conventions 

Ce guide utilise les conventions typographiques et les symboles tels que décrits dans les tableaux suivants. 

 

Table 1 Text formatting and other typographical conventions 

Item Text formatting/symbols used Example(s) 

Buttons or hard keys that 
the user presses on a 
physical device 

Bold, all caps, default font Press the ON button. 
Press the MODE hard key. 
Press the MARKER hard key. 

Hot keys that the user 
presses on a physical 
device 

Bold, all caps, italics, default font Press the SYSTEM hot key. 
Press the MEASURE hot key. 

Soft keys or toggle keys 
that the user presses on a 
physical device to select 
corresponding menus 

Bold, default font Press the Span soft key. 
Press the Channel Power soft key. 

Soft key option separators Denoted by a vertical bar | that 
means ñorò, only one option can be 
selected with a single press 

Press the Zone [1|2|3] soft key. 

File type Courier New In .tra  file type. 

Required arguments (text 
variables in code) 

Denoted by slanted brackets < >. Enter <password > 

 

Table 2 Symbol conventions 

 

This symbol indicates a note that includes important supplemental information or tips related to 
the main text. 
 
Ce symbole indique une note qui inclut des importante supplémentaire informations ou des pointes relatifs au 
texte principal. 
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This symbol represents a general hazard. It may be associated with either a DANGER, 
WARNING, or CAUTION message. 
 
Ce symbole signale la présence d'un danger général. 

  

 

This symbol represents hazardous voltages. It may be associated with either a DANGER, 
WARNING, or CAUTION message. 
 
Ce symbole signale la présence d'un risque d'électrocution. 

  

 

This symbol represents a risk of explosion. It may be associated with either a DANGER, 
WARNING, or CAUTION message. 
 
Ce symbole signale la présence d'un risque d'explosion. 

  

 

This symbol, located on the equipment, battery, or the packaging indicates that the equipment or 
battery must not be disposed of in a landfill site or as municipal waste, and should be disposed of 
according to your national regulations. 
 
Ce symbole, situé sur l'équipement, la batterie ou l'emballage indique que l'équipement ou de la batterie ne 
doivent pas être jetés dans un site d'enfouissement ou les déchets municipaux, et doivent être éliminés 
conformément à la réglementation nationales. 

 

Table 3 Safety definitions 

DANGER 
 
 
 
DANGER 
 

Indicates a potentially hazardous situation that, if not avoided, will result in death or 
serious injury. It may be associated with either a general hazard, high voltage, or risk of 
explosion symbol. 
 
Indique une situation potentiellement dangereuse qui, si elle n'est pas évitée, entraînera  la mort 
ou des blessures graves. 

  

WARNING 
 
 
 

AVERTISSEMENT 

Indicates a potentially hazardous situation that, if not avoided, could result in death or 
serious injury. It may be associated with either a general hazard, high voltage, or risk of 
explosion symbol. 
 
Indique une situation de danger potentiel qui, si elle n'est pas évitée, peut entraîner  la mort ou des 
dommages corporels graves. 

  

CAUTION 
 
 
 
 
 
 

MISE EN GARDE 

Indicates a potentially hazardous situation that, if not avoided, could result in minor or 
moderate injury and/or damage to equipment. It may be associated with either a 
general hazard, high voltage, or risk of explosion symbol. 
 
When applied to software actions, indicates a situation that, if not avoided, could result 
in loss of data or a disruption of software operation. 
 
Indique une situation de danger potentiel qui, si elle n'est pas évitée, peut entraîner  des 
dommages corporels légers ou modérés. 

 

Technical assistance 
If you require technical assistance, call 1-844-GO-VIAVI or send an email to TAC@viavisolutions.com. For 

the latest TAC information, go to http://www.viavisolutions.com/en/services-and-support/support/technical-

assistance. 

 

 

 

mailto:TAC@viavisolutions.com
http://www.viavisolutions.com/en/services-and-support/support/technical-assistance
http://www.viavisolutions.com/en/services-and-support/support/technical-assistance
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Chapter 1 JD700B Series Overview 

This chapter provides a general description of the JD700B series. Topics discussed in this chapter include 

the following: 

 

Â About the JD700B series........................................................................................................... 25 

Â Features and capabilities .......................................................................................................... 25 

Â Options ...................................................................................................................................... 26 

Â Specifications ............................................................................................................................ 26 
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About the JD700B series 
Viavi wireless RF and fiber test solutions for the field include base station analyzers, cable and antenna 

analyzers, and signaling analyzers for the installation and maintenance of modern wireless communication 

systems. RF and fiber test is critical for wireless operators facing challenges of signal quality and signaling 

interference, and maintaining quality high-bandwidth services. 

  

The JD700B series addresses spectrum analysis, interference analysis, and cable, antenna and modulation 

analysis, covering current wideband technologies such as WiMAX and LTE/LTE-Advanced. 

 

Base station analyzer JD785B and JD745B 

The Base Station Analyzer contains all the features and capabilities required to perform field testing of cell 

sites of all wireless technologies, from 2G to 4G. 

 

RF analyzer JD786B and JD746B 

The RF Analyzer provides multi-purpose solution for the analysis of RF systems covering all physical 

aspects of transmission, reception, and interference of RF systems up to 8 GHz and 4 GHz, respectively. 

 

Signal analyzer JD788B and JD748B 

The Signal Analyzer contains all the features and capabilities required to perform cell site field testing for all 

wireless technologies from 2G to 4G. 

 

Features and capabilities 
The JD700B series is the optimal test solution for installation and maintenance of cellular base stations and 

cell sites, running with external AC power or battery for the field. 

 

The user interface has been specifically designed with customized menus and simple calibration procedures, 

providing service providers with accurate and reliable measurement results. 

 

Applicable Systems 

Â cdmaOne/cdma2000 

Â EV-DO 

Â WCDMA/HSPA+ 

Â GSM/GPRS/EDGE 

Â TD-SCDMA 

Â WiMAX 

Â LTE/LTE-Advanced (FDD and TDD) 

Â RF over Fiber (RFoFiber ï RFoCPRI and RFoOBSAI) 
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Key Features 

Table 4 Key functions available in product models 

Functionality JD785B/JD745B JD786B/JD746B JD788B/JD748B 

Spectrum Analyzer Â Â Â 

Cable and Antenna Analyzer Â Â  

RF Power Meter Â Â Â 

Optical Power Meter Â Â Â 

Fiber Inspection Â Â Â 

Signal Analyzers (optional) Â  Â 

RFoFiber (optional) Â Â Â 

Interference Analyzer (optional) Â Â Â 

Channel Scanner (optional) Â Â Â 

OTA Measurement (optional) Â  Â 

EMF Analyzer (optional) Â Â Â 

 

Options 
This instrument is provided with various options/features that are available to be ordered. See ñAppendix I ï 

Ordering informationò on page 727 for more information. 

 

Specifications 

AC power 

Input voltage is automatically selected within the instrumentôs tolerable input line voltage from 100 to 240 

VAC. This instrument does not have a separate line protection fuse. 

 

Table 5 AC power requirements 

Item JD780B Specification JD740B Specification 

AC Power 100 to 240 V AC, 50-60 Hz 100 to 240 V AC, 50-60 Hz 

Power Consumption 42 W in operation 
54 W with battery charging 

42 W in operation 
54 W with battery charging 

 

Physical specifications 

Table 6 shows weight with standard configurations and the battery pack installed. 

 

Table 6 Physical specifications 

Model Dimension (H x W x D)  

JD785B/JD786B/JD788B 7.7ò x 11.6ò x 3.2ò (195 mm x 295 mm x 82 mm) 

JD745B/JD746B/JD748B 7.7ò x 11.6ò x 3.2ò (195 mm x 295 mm x 82 mm) 
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Chapter 2 Getting Started 

This chapter provides general guides of how to get started with your JD700B series instrument. Topics 

discussed in this chapter are as follows: 

 

Â Unpacking the JD700B series ................................................................................................... 28 

Â Exploring the JD700B series ..................................................................................................... 28 

Â Installing battery pack ................................................................................................................ 33 

Â Starting up the JD700B series .................................................................................................. 33 

Â Managing files ........................................................................................................................... 34 

Â Configuring system .................................................................................................................... 38 

Â Upgrading firmware ................................................................................................................... 40 

Â Managing licenses ..................................................................................................................... 42 

Â Performing service diagnostic ................................................................................................... 44 

Â Using system administration ..................................................................................................... 45 

Â Running IP test .......................................................................................................................... 46 

Â Activating StrataSync ................................................................................................................ 47 

Â Setting communication .............................................................................................................. 49 

Â Managing help manual .............................................................................................................. 55 
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Unpacking the JD700B series 
Unpack and inspect the shipping package thoroughly to ensure that nothing was damaged during the 

shipment. Also, check that your delivered package includes all of your ordered items in the shipment. If 

contents in the package are damaged or defective or if there are any missing items, keep the shipping list 

and materials for carrierôs inspection and contact your nearest Viavi's authorized sales and service office. 

 

A basic test set of JD700B series would include the following items in the package. For more options, see 

ñAppendix I ï Ordering informationò on page 727. 

 

Table 7 Items included in a basic test set shipment 

Item Quantity 

JD700B series instrument 
(JD785B, JD786B, JD788B, JD745B, JD746B, or JD748B) 

1 

AC/DC power adapter and power cord 1 

1.5 meter cross LAN cable 1 

1.8 meter USB A-to-B cable 1 

> 1 GB USB memory 1 

Rechargeable Lithium Ion battery pack 1 

12 V DC automotive adapter 1 

Stylus pen 1 

Userôs guide and application software CD 1 

 

Exploring the JD700B series 
 

Figure 1 JD785B front panel view 

 

 

Front panel 

The JD700B series analyzers have the same front panel look as like Figure 1, except for the bumpers in 
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different colors. 

 

Power on/off button 

Key Description 

 

POWER ON/OFF ï You can turn your instrument on or off. Two LEDs indicate power 

source and status. See ñStarting up the JD700B seriesò on page 33. 

 

Function hard keys 

You can use these hard keys to activate specified functions as labeled on each key. 

 

Key Description 

 
MODE ï You can select an analyzer mode from all the standard and optional modes 

available to your instrument. 

 
FREQ/DIST ï You can configure frequency or distance settings. 

 
AMP/SCALE ï You can configure amplitude and scale settings. 

 
BW/AVG ï You can configure bandwidth and average settings. 

 
TRACE/DISPLAY ï You can set up trace and display parameters. 

 
MARKER ï You can analyze measurements with markers. 

 
PEAK SEARCH ï You can set up peak search parameters. 

 

Hot keys 

When the user input field on the screen is inactive, you can use these hot keys to activate specific functions 

instead of numbers. When you see the user input field activated or highlighted, press the ESC hard key to 

use these hot keys. 

 

Key Description 

 

MEASURE ï You can select measurements available for your selected analyzer mode. 

 

MEASURE SETUP ï You can set measurement parameters available for your selected 

measurement mode. 

 

SAVE/LOAD ï You can save or load your current screen, result, setup, or limit into or 

from the internal memory or an external USB memory drive. 

 

SWEEP ï You can configure sweep parameters. 

 

TRIGGER ï You can select trigger options such as internal, external, and GPS. 

 

SYSTEM ï You can configure your system settings or view your current system 

information. 

 

PRESET ï You can use this key to return to a known state and make measurements. 
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HOLD ï You can change the sweep mode: Continue or Single. 

 

LIMIT ï You can set limit settings such as display line, multi segment line, save limits, 

recall limits, or test specification limits. 

 

BACKLIGHT ï You can turn the key backlight feature on or off. 

 

HELP ï You can have the online help screen on if available. 

 

Soft keys 

You can use not only the touchscreen keys but also these physical keys placed along the right side of the 

display to start a specific function associated with each soft key, invoke other screen keys, or select a unit. 

The More screen menu indicates that there are more than seven screen menus for the level. The small 

arrowhead symbol in the screen menu indicates that there are screen menus under the screen menu. 

 

Data entry and other keys 

Key Description 

 

ROTARY KNOB WITH ENTER KEY ï You can change a value with predefined 

increments or move marker position. Rotating this knob clockwise increases value or 
moves a marker to the right and rotating counter clockwise does vice versa. This knob 
works as the ENTER hard key as well. 

  

ARROW KEYS ï You can increase or decrease value or move your selection up, down, 

to the left, or to the right. 

 

NUMERIC KEYS ï You can manually enter a value for measurement parameters. 

 

DEL ï You can delete data entry. After pressing the ENTER key or selecting a unit soft 

key, you cannot delete or remove data entered. 

 

ENTER ï You can save and confirm data entry. 

 

ESC ï You can cancel any input in the user input field or dismiss a pop-up window on the 

screen. 

 

PREV ï You can go back to the previous menu without changing current setup. 
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Top panel 

The JD700B series products have the same top view as Figure 2 and Figure 3. 

 

Figure 2 Top view of JD785B with optical hardware option 

 

 

 

Figure 3 Top view of JD785B without optical hardware option 

 

 

Reflection/RF Out (Cable and Antenna Analyzer) 

The Reflection/RF Out port of the Cable and Antenna Analyzer is a precise 50 Ý N-type female connector 

that is used as the output signal port for the Cable and Antenna Analyzer mode. 

 

 

CAUTION 

Do not apply or connect power exceeding +25 dBm to this Reflection/RF Out port. If such 
power is applied, it will degrade the productôs performance and can cause damage to the 
product in worst case. 

 

RF In (Cable and Antenna Analyzer) 

The RF In port is a precise 50 Ý N-type female connector that is used as the input signal port for  

2-port vector measurements in the Cable and Antenna Analyzer mode. 

 

 

CAUTION 

The maximum power allowed to the RF In port is +25 dBm. If the input power exceeds 
the limit, it may degrade the product performance or cause damage to the instrument in a 
worst case. Do not connect any power feed exceeding 1 W directly to this port. 

 

DC 18 V 

The input power to this port shall be 18 V DC. 
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RF In (Spectrum Analyzer) 

The RF In port is a precise 50 Ý N-type female connector that is used as the input signal port for spectrum 

analysis, signal analysis, and RF power measurement. 

 

 

CAUTION 

The maximum power allowed to the RF In port is +25 dBm for JD780B series and +20 
dBm for JD740B series. If the input power exceeds the limit, it may degrade the product 
performance or cause damage to the instrument in a worst case. 

 

Audio jack 

The audio jack is labeled with a headphones icon. Plugging in headphones or earphones turns the speaker 

off. 

 

USB 

Â CLIENT: This is a communication port that you can connect your instrument and your PC with 

application software JDViewer, JDRemote, or JDMapCreator. You must install driver software for the 

instrument on to the computer. See ñAppendix H ï Device driver installationò on page 726 for more 

information. 

Â HOST: You can use this port to plug in an external USB memory to extend storage capacity or to 

upgrade the instrumentôs firmware. It supports most USB memory devices with 32-bit file system. 

You can also use this port to connect an external power sensor, Bluetooth USB adapter, or P5000i 

fiber microscope. See ñAppendix G ï Bluetooth connectionò on page 723 on how to set up and use 

the Bluetooth connection. 

 

LAN 

You can use this Ethernet communication port to connect your instrument and your PC using the application 

software JDViewer or Motorola WinLMF, if necessary. Two LEDs indicate data transfer activity and link 

status. 

Â ACTIVITY: The yellow LED is illuminated during data transfer. 

Â LINK: The green LED is illuminated when there is a valid communication connection. 

 

SFP/SFP+ 

The optical hardware option board for RFoCPRI and RFoOBSAI supports all types of MSA (Multi-Source 

Agreement) compliant SFP transceivers. You can use these SFP/SFP+ ports to connect SFP modules to 

test CPRI/OBSAI protocols, detect an error or alarm, perform interference analysis, and transmit test pattern 

over fiber link. 

 

External In 

Â GPS: You can plug in a GPS antenna to this SMA type female connector in order to get location 

information and highly accurate reference. 

Â TRIGGER: You can use this SMA type female connector to receive PP2S clock or 10 ms 

synchronization signals from an external timing reference. 

Â REF: You can use this SMA type female connector to receive 10 MHz, 13 MHz, or 15 MHz reference 

clock signals from an external frequency source. 
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Installing battery pack 
You need to install the Lithium Ion battery pack provided with your instrument. Follow the instruction to install 

or remove the battery pack as needed. 

 

Procedure 

To install the battery pack: 

1 Loosen the latching screw of the battery cover by turning counter clockwise. 

2 Slide out the battery cover to open. 

3 Insert the battery pack with the connector terminal side up and push in until it stops. 

4 Slide in the battery cover to close. 

5 Tighten the latching screw of the battery cover 
by turning clockwise. 

 
To remove the battery pack: 

1 Loosen the latching screw of the battery cover  
by turning counter clockwise. 

2 Slide out the battery cover. 

3 Hold the battery strap and pull it out. 

 
 

 

 

CAUTION 

The battery pack that came with your instrument is Lithium Ion and it may, if not 
connected correctly, lead to explosion. In case you need to replace the battery, you must 
use one of the same kinds or compatible ones. You must dispose a battery according to 
your local safety and environmental regulations. 

 

 

NOTE 

It is recommended that you turn off the instrument to replace the battery. However, if you 
do not want to interrupt the current test, you can leave the module turned on with the AC 
power adapter plugged in. 

 

Starting up the JD700B series 
Use the power button to turn your JD700B series on or off. When external power is supplied via the AC/DC 

adapter, the upper orange LED is illuminated. 

 

Procedure 

To turn on: 

1 Press and hold the      POWER button for a few seconds until the lower green LED indicator is 

illuminated. 

2 Release the button and wait for a few seconds while booting up. 

 
To turn off: 

1 Press and hold the      POWER button for a few seconds until the lower green LED indicator 

goes out. 

2 Release the button. 
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Managing files 
The JD700B series lets you save and load screen, result, setup, limit, logging data, or Fail events depending 

on your selected measurement mode and option. 

 

 

NOTE 

If you see greyed-out menus as you change measurement modes, this indicates that the 
menu(s) are not available to be used. 

 

Using save 

You can save your current screen, result, setup, and limit into the internal memory or your external USB 

memory drive. 

 

Procedure 

1 Press the SAVE/LOAD hot key. The Save/Load menu bar appears. 

2 Press the Save soft key. 

3 Select the save option, from the following choices: 
 

To save Select File type 

Current screen Save Screen > Screen . png  

Measurement result in a report 
format with comments and 
captured screen images 

Save Screen > Report .pdf  

Measurement result Save Result .tra  

.gom  

.grr  

.jdt  

RRH profile (only available in 
BBU emulation mode) 

Save Profile .jcm  

Measurement result (.csv) Save Result as CSV Format .csv  

Setup and test configuration Save Setup .sta  

Limit setting Save Limit .jml  

Logging data Save Logging Data .grr  

.gsr  

.csv  

Automatically screen or results 
that falls outside the defined 
limit settings (Failed event) 

Save On Event .png  

.tra  

.csv  

The on-screen keyboard appears. 
 

 

NOTE 

- Save Setup saves a test configuration only and measurement limit setting. You must 

use Save Limit to save your limit settings. 

 
- In the Spectrum measurement of Spectrum Analyzer and Interference Analyzer modes, 

Save Setup saves the test configuration and measurement limit settings. 

 
- In the Cable and Antenna Analyzer mode, if the limit line is enabled and set, Save 

Result saves the trace together with the set limit line. 

 
- In the Spectrum measurement of Spectrum Analyzer and Interference Analyzer modes, 
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if the limit line is enabled and set, Save Result saves the trace together with the set limit 

line. 

 
- An RFoCPRI/RFoOBSAI spectrum can be saved as a file, but the difference in its data 

point does not allow the saved RFoCPRI/RFoOBSAI spectrum to be overlaid on a 

regular RF spectrum. 
 

4 Type the name of the file in the File Name field with or without using a keyword. 

5 Optional. 

 To create or edit keywords, touch the Edit Keywords button, select your desired keyword ï 

button in the upper screen, type a keyword, and then tap the Save button on the keyboard. 

See ñEditing or adding a custom keywordò on page 743 for more information. 

 To include a keyword in the file name, touch the Append Keywords button, select your ï 

desired keyword, and then tap the Keyboard button. See ñAppending a keywordò on page 

744 for more information. 

 To change the file location in the internal memory or to your USB memory drive, tap the ï 

Location button, select your desired file path using the touch screen or the rotary knob, 

and then press the Apply soft key. 

 To create a folder, press the Create Folder soft key, type a directory name, and then press ï 

the Apply soft key. 

6 Press the Save soft key. 

7 If you have selected Save Screen > Report in step 3, pressing the Save soft key in the previous 
step 6 gives you another window where you can specify details on your report. 

 Type the name of the person who performed testing in the Engineer field. a

 Enter a description about the site or place in the Site Information field. b

 Enter your test purpose in the Test Purpose field. c

 Enter a summary of your test results in the Result field. d

 Type your company name in the Company Name field. e

 Enter your company or site address in the Address field. f

 To attach your company logo and up to six captured screens to the report, tap the  g
Click to Attach bar, attach image files as desired, and then tap the Save button. 

 

Saving fail events 

Depending on the measurement mode, you can let the instrument automatically save measurement screen 

or result that falls outside the defined limit settings or the Fail indicator is on. You can also set to save the 

first event and hold the measurement or to save all the events continuously. 

 

Procedure 

1 Press the SAVE/LOAD hot key. The Save/Load menu bar appears. 

2 Press the Save soft key. 

3 Press the Save On Event soft key. 

4 Press the Save Type soft key, and then select the save option from the choices: Screen, Result, 
and Result as CSV Format. 

5 Optional. Toggle the Save Then Stop soft key and select On in order to save the first event that 

falls outside the limit(s) and to hold the measurement. Otherwise, leave this feature off to save 
events continuously. 

6 Press the Start soft key to start saving. The on-screen keyboard appears. 

7 Type the name of the file in the File Name field with or without using a keyword. 

8 Optional. 

 To create or edit keywords, tap the Edit Keywords button, select your desired keyword ï 

button in the upper screen, type a keyword, and then tap the Save button on the keyboard. 

See ñEditing or adding a custom keywordò on page 743 for more information. 

 To include a keyword in the file name, tap the Append Keywords button, select your ï 
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desired keyword, and then tap the Keyboard button. See ñAppending a keywordò on page 

744 for more information. 

 To change the file location in the internal memory or to your USB memory drive, tap the ï 

Location button, select your desired file path using the touch screen or the rotary knob, 

and then press the Apply soft key. 

 To create a folder, press the Create Folder soft key, type a directory name, and then press ï 

the Apply soft key. 

9 Press the Done soft key. 
The ñEvent Saveò appears on the screen and the Start screen menu changes to Stop. 

10 Press the Stop soft key to end the event saving. 

 

Saving logging data 

You can save logging data if the measurement mode supports the feature and has the activated Save 

Logging Data soft key. 

 

Procedure 

1 Press the SAVE/LOAD hot key. The Save/Load menu bar appears. 

2 Press the Save soft key. 

3 Press the Save Logging Data soft key. The on-screen keyboard appears. 

4 Type the name of the file in the File Name field with or without using a keyword. 

5 Optional. Do the following: 

 To create or edit keywords, tap the Edit Keywords button, select your desired keyword ï 

button in the upper screen, type a keyword, and then tap the Save button on the keyboard. 

See ñEditing or adding a custom keywordò on page 743 for more information. 

 To include a keyword in the file name, tap the Append Keywords button, select your ï 

desired keyword, and then tap the Keyboard button. See ñAppending a keywordò on page 

744 for more information. 

 To create a folder, press the Create Folder soft key, type a directory name, and then press ï 

the Apply soft key. 

 To change the file location in the internal memory or to your USB memory drive, touch the ï 

Location button, select your desired file path using the touch screen or the rotary knob, 

and then press the Apply soft key. 
 

 

NOTE 

It is recommended that you use an external USB memory drive to save logging data in 
the Auto Measure mode in order to have enough free space. 

 

6 Optional only in the Auto Measure mode. 
Toggle the Save Screen soft key and select All to save all the Auto Measure screens or Fail to 

save only the ones with the Fail on. 

7 Press the Save soft key to start logging. 

The ñRecordingò appears on the screen. 

8 Press the ESC hard key to stop logging data and complete saving. 

 

Using load 

You can load your saved screen, result, setup, and limit from the internal memory or your external USB 

memory drive. 

 

Procedure 

1 Press the SAVE/LOAD hot key. The Save/Load menu bar appears. 

2 Press the Load soft key. The Load menu bar appears. 
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3 Select the load option, from the following choices: 
 

 

To load Select 

Saved screen or report Load Screen 

Measurement result Load Result 

Setup and test configuration Load Setup 

Limit setting Load Limit 

Logging data Load Logging Data 

Map file Load Map 

Scenario Load Scenario 

The file manager window appears. 
 

 

NOTE 

An RFoCPRI/RFoOBSAI spectrum can be recorded and replayed in the RFoCPRI/ 
RFoOBSAI Interference Analyzer (IA) mode only. It is not compatible with a standard 
spectrum logging file in the Interference Analyzer mode. 

4 Select the name of the file to be loaded from the internal memory or from your USB drive. 
Information of your selected file appears in the File Information pane. 

5 Press the Load soft key. 

 

Using file manager 

The File Manager lets you copy, cut, paste, and delete data files saved in the internal memory or in your 

USB memory drive. 

 

Procedure 

1 Press the SAVE/LOAD hot key. The Save/Load menu bar appears. 

2 Press the File Manager soft key. The file manager window appears. 

3 To copy, cut, and paste, complete the following steps: 

 Select a file or folder by using the touch screen or the rotary knob. a

 Select the Copy or Cut soft key. b

 Select the location to which the file or folder to be pasted. c

 Press the Paste soft key. d

4 To delete, complete the following steps: 

 Select a file or folder by using the touch screen or the rotary knob. a

 Press the Delete soft key. b

The confirmation dialog box appears. 
Once the file or folder is deleted, you cannot recover it. 

 Select OK to delete. c

5 Press the Exit soft key or the ESC hard key to close the file manager window. 
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Configuring system 

Setting frequency reference 

You can improve measurement accuracy by setting frequency reference. 

 

Procedure 

1 Press the SYSTEM hot key. 

2 Press the Freq Reference soft key. 

3 Select the frequency reference option: Internal, External 10 MHz, External 13 MHz, 
External 15 MHz, and GPS. 

 

Setting date and time 

You can set the instrumentô system clock to your region. 

 

Procedure 

1 Press the SYSTEM hot key. 

2 Select System Configuration > Date/Time. The current time zone information box appears. 

3 To change the standard time zone, complete the following steps: 

 Press the Std Time Zone soft key. a

 Select your time zone by using the rotary knob or arrow keys. You can also use the b
Top/Bottom or Page Up/Down soft keys. 

 Press the ENTER hard key to save your change. You can also press the rotary knob. c

4 To change the date format, complete the following steps: 

 Press the Date Format soft key. a

 Select YYMMDD, MMDDYY, or DDMMYY as needed. b

5 To set the date and time manually, complete the following steps: 

 Select Year, Month, Day, Hour, or Minute soft key as needed. a

 Enter a value by using numeric keys. b

 Press the Enter soft key to save your change. c

6 Press the Apply screen key to save and exit. 

 

Setting language 

You can change the system language for the menus, messages, and information on screen. 

 

Procedure 

1 Press the SYSTEM hot key. 

2 Select System Configuration > Language. 

3 Select the language option from the choices available. 

 

Setting power on 

Procedure 

1 Press the SYSTEM hot key. 
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2 Press the Power On soft key. 

3 Select the power-on option, from the following choices: 

 Last: Boots up with the last state of the instrument before power-off or shut-down. ï 

 Preset: Boots up with the default settings preset in the factory. ï 

 User: Boots up with the user-defined setup. ï 

When the User is selected, the User Setup menu under System becomes activated. 

4 Optional. If you have selected User in step 3, complete the following steps to specify a user 

setup file to be used: 

 Press the User Setup soft key. a

 Select the name of the user setup file. b

 Press the Done soft key. c

 

 

NOTE 

The Preset is to revert to original factory settings. It is recommended that you use this 
option when you have experienced badly misadjusted settings. 

 

Changing display mode 

You can change the instrumentôs display mode as needed. 

 

Procedure 

1 Press the SYSTEM hot key. 

2 Select System Configuration > Display Mode. 

3 Select a display mode from the choices: Indoor, Outdoor, and Night. 

4 The instrument optimizes screen colors to each choice. 

 

Setting sleep time 

You can set the amount of time up to 255 minutes to let the instrument automatically turn the backlight off 

and enter into power saving mode after no actions or data entries. Default setting is zero, which indicates 

that the sleep mode is turned off and screen backlight is always on. 

 

Procedure 

1 Press the SYSTEM hot key. 

2 Select System Configuration > Sleep Time. 

3 Enter the amount of minutes by using the numeric keys. You can also use the rotary knob. 

4 Press the Enter soft key. 

 

Adjusting LCD brightness 

You can adjust display brightness from one to ten as needed. The larger number you set, the brighter the 

display becomes. 

 

Procedure 

1 Press the SYSTEM hot key. 

2 Select System Configuration > LCD Brightness. 

3 Enter a value by using the numeric keys. You can also use the rotary knob. 
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4 Press the Enter soft key. 

 

Adjusting volume 

You can turn the sound on or off or adjust the volume from one to ten as needed. 

 

Procedure 

1 Press the SYSTEM hot key. 

2 Select the sound option, from the following choices: 

 To turn the sound or alarm off, toggle the Sound soft key and select Off. ï 

 To turn the sound or alarm on, toggle the Sound soft key and select On. ï 

 To adjust the volume, complete the following steps: ï 

 Press the Sound soft key. a

 Enter a value by using the numeric keys. b

 Press the Enter soft key. c

 

Upgrading firmware 
It is recommended that you maintain your instrument up-to-date with its latest firmware in order to achieve 

the instrumentôs optimal performance.  

 

Checking installed firmware version 

Procedure 

1 Press the SYSTEM hot key. 

2 Press the HW/FW Info soft key. 

3 Find the installed version number in the Firmware field. 

4 From a computer with Internet access, visit Viaviôs Software Updates website and check if your 
installed firmware is the latest one. Do the steps 5-6 if you want to update your firmware with 

using your USB memory drive. 

5 Download a latest firmware file from the website to the root directory of your USB memory drive. 

 

NOTE 

It is recommended that you format your memory drive to have enough space to download 
the file. 

6 Unzip the download file into the root directory of your USB memory stick. 

A firmware file (*. fw ) and a firmware release note (*.pdf ) are extracted. 

 

Installing new firmware 

To update your firmware, you can choose either way of using your USB memory drive or accessing the FTP 

server over the network. 

 

Upgrading from USB memory drive 

Procedure 

1 Power your instrument via the AC-DC adapter to prevent any severe damage to your instrument 

http://www.viavisolutions.com/en/services-and-support/support/software-downloads-and-updates#Group-C
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caused by a power-off in the middle of the upgrade, which may require a repair in the factory. 

2 Plug in the USB memory drive to the USB Host port of your instrument. 

3 Press the SYSTEM hot key. 

4 Select More (1/2) > Upgrade > USB. 

The file manager window appears. 

5 Highlight the firmware file (. fw ) saved in the root directory of your USB drive. 

6 Press the Select soft key. 

The Update Firmware dialog box appears. 

7 Press the OK button to start to install the new firmware.  

The Upgrade Status bar appears. 

 

NOTE 

Firmware upgrade will be done within 30 minutes or so in most cases, but depending on 
the number of files to be reconfigured, it may take longer than that. 

8 After you have restarted the instrument, check the installed firmware version and DSP versions 
in the System settings. Refer to the firmware release note to find correct DSP version and 
compatible application software versions. 

 

 

WARNING 

Do not remove the USB drive while upgrading the firmware. 

 

Upgrading from FTP server 

Procedure 

1 Power your instrument via the AC-DC adapter to prevent any severe damage to your instrument 
caused by a power-off in the middle of the upgrade, which may require a repair in the factory. 

2 Press the SYSTEM hot key. 

3 Select More (1/2) > Upgrade > FTP Server. 

The upgrade server dialog box appears. 

 

NOTE 

Older version of firmware does not have the FTP Server option. It is recommended that 
you update your firmware with the USB option first. 

4 Enter ftp2.jdsu.com in the server address field. 

5 Enter your proxy server address in the proxy server field, if necessary. 
Contact your system administrator for your proxy server information. 

6 Tap the Check button to check if the installed firmware version is the latest one. 

7 Do one of the following: 

 If you view the latest firmware version information, tap the Install button to continue. ï 

 If the message ñYour firmware is up to date.ò is displayed, tap the Cancel button. ï 

 

NOTE 

Firmware upgrade will be done within 30 minutes or so in most cases, but depending on 
the number of files to be reconfigured, it may take longer than that. 

8 After you have started the instrument, check the installed firmware version and DSP versions in 
the System settings. Refer to the firmware release note to find correct DSP version and 
compatible application software versions. 
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Managing licenses 
The License Manager lets you view installed options, install additional ones, and load evaluation licenses. 

 

Checking installed or installable options 

Procedure 

1 Press the SYSTEM hot key. 

2 Select More (1/2) > License Manager. The License Manager menu bar appears. 

3 Select the menu, from the following choices: 

 To view the installed options, select the Installed Options soft key. ï 

The list of options appears.  

 

NOTE 

- The ñ(P)ò indicates permanet licenses. 

- The ñ(T)ò indicates temporary licenses. 

- The ñ(FL)ò indicates floating licenses. 

 To view the installable options, select the Installable Options soft key. ï 

Installing purchased options 

Procedure 

1 Press the SYSTEM hot key. 

2 Select More (1/2) > License Manager. 

The License Manager menu bar appears. 

3 Select the Install an Option soft key. The Installable Options window appears. 

4 Highlight the name of the option from the list by using the rotary knob. 

5 Press the ENTER hard key. You can also press the rotary knob. 

The License Code bar appears. 

6 Enter the number of the license to activate by using the numeric keys. 

7 Press the ENTER hard key. You can also select the Enter soft key. 

 

Loading temporary license 

The temporary license that you received from Viavi is intended for your evaluation only and it expires after its 

specified time limit. 

 

Procedure 

1 Press the SYSTEM hot key. 

2 Select More (1/2) > License Manager.  

The License Manager menu bar appears. 

3 Select the Load Temp License soft key. The file manager window appears. 

4 Select the name of the license file. 

5 Press the Load soft key. 

6 Optional. You can check the loaded license using the Installed Options menu. 

 

Adding a floating license 

If you have a Viavi StrataSync account, you can simply add a floating license by synchronizing your 

instrument with the StrataSync server. Before you begin, you need to verify that the necessary licenses have 
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been deployed to the instrument. See ñActivating StrataSyncò on page 47 for more information. 

Procedure 

1 Press the SYSTEM hot key. 

2 Select More (1/2) > Utility > StrataSync. 

The StrataSync setting window appears as shown in Figure 4. 

3 Enter <server address> in the Server Address field for StrataSync. 
The server address at the time of this document production is ñstratasync.viavisolutions.comò, 

which may change. 

 

NOTE 

Viavi provides you with the information required to access StrataSync at your 
purchase of StrataSync, including the Server Address, Account ID, and Port 

number. See ñJD700B Series Common Optionsò on page 738 for more information 
on available options. 

4 Enter <account number> in the Account ID field. 

5 Enter <technician number> in the Technician ID field. 

6 To set the port number and proxy server address, complete the following steps: 

 Tap the Detail Settings button. a

The input dialog box appears. 

 Enter <port number> in the Port field. b

 Enter <proxy server address> in the Proxy Server address, if necessary. c

Contact your system administrator for your proxy server information. 

 Tap the Apply button to save and exit. d

7 Tap the Start Sync button, and then do one from the following steps: 

 When successfully synchronized, the text ñReboot the instrument to update the license ï 

informationò appears. Tap the Apply button to exit and reboot the instrument. 

 When any errors occur during the synchronization: ï 

The text "Report log has been updated. Check report info" appears and the Report 

button is activated at the same time.  

 Tap the Report button. a
The list of errors is displayed on the report window. See Figure 5. 

 Review the error details, and then tap the OK button to exit. b

 

Figure 4 StrataSync setting window 
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Figure 5 StrataSync report window 

 

Viewing OSS license 

The JD700B series incorporates software that is covered by either the GNU General Public license or GNU 

Lesser General Public License. Check the OSS license notification for more details. 

 

Procedure 

1 Press the SYSTEM hot key. 

2 Select More (1/2) > License Manager. 

The License Manager menu bar appears. 

3 Select the OSS License soft key. 

The Open Source Code Notification & Distribution screen appears. 

 

Performing service diagnostic 
The Service Diagnostic lets you view system log, perform self test, revert the instrument settings to its 

factory settings, or perform touch alignment. 

 

Viewing system log 

Procedure 

1 Press the SYSTEM hot key. 

2 Select More (1/2) > Svc Diagnostic > System Logging. 

3 Optional. Press the Save soft key to save the system log as a .log  file type. 

 

Running self-test 

You can run a self-test on your instrument boards and modules. 

 



Chapter 2 Getting Started 

 JD700B Series Userôs Guide 45 

Procedure 

1 Press the SYSTEM hot key. 

2 Select More (1/2) > Svc Diagnostic > Self Test. 

The on-screen instruction appears. 

3 Connect a test cable between the Reflection/RF Out port for Cable and Antenna Analyzer and 
the RF In port for Spectrum Analyzer. 

4 Press the Start soft key. 

The test result window appears. 

5 Optional. Press the Save Screen soft key to save the self-test results. 

 

Performing factory reset 

The Factory Reset is used only when you want to purge all the user settings and data stored in 

the system and return to the instrumentôs factory state. 

 

Procedure 

1 Press the SYSTEM hot key. 

2 Select More (1/2) > Svc Diagnostic > Factory Reset. 

The confirmation dialog box appears. 

3 Press the Yes soft key to continue. Otherwise, select No. 

 

 

NOTE 

It is recommended that you copy your setup or result data to an external USB memory 
drive so that you can restore them later. 

Re-aligning touch screen 

When you consistently experience of the instrument responding improperly to your touch on the screen, 

you may need to perform this touch-screen alignment. 

 

Procedure 

1 Press the SYSTEM hot key. 

2 Select More (1/2) > Svc Diagnostic > Touch Alignment.  

The white screen with a plus sign (+) in the upper-left corner appears. 

3 Touch the plus sign and repeat until the previous screen is back on. 

 

Using system administration 
The Administration is used to disable editing limits, enable modifying help, or change administration 

password. 

 

Logging in 

You need to log in first to access the administration menus. 

 

Procedure 

1 Press the SYSTEM hot key. 
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2 Select More (1/2) > Administration. The password box appears. 

3 Enter <password > by using the numeric keys. 

Default password is ñ0000ò. To change the password, see ñChanging passwordò on page 46. 

4 Press the Apply soft key. 

 

Changing password 

Procedure 

1 Press the SYSTEM hot key. 

2 Select More (1/2) > Administration, and then enter your password. 

3 Press the Change Password soft key.  

The new password box appears. 

4 Enter a new password up to eight digits by using the numeric keys. 

5 Press the Apply soft key.  

The reconfirmation box appears. 

6 Enter the new password again by using the numeric keys. 

7 Press the Apply soft key to complete changing password. 

 

Locking limit key 

You can lock the LIMIT hot key and disable editing predefined limit settings to prevent any unintentional 

changes, which could result in incorrect measurements. 

 

Procedure 

1 Press the SYSTEM hot key. 

2 Select More (1/2) > Administration, and then enter your password. 

3 Toggle the Edit Limit soft key and select Disable to lock the LIMIT hot key or Enable to unlock 

the key. 

 

 

NOTE 
Disabling the Edit Limit limits the access to the LIMIT hot key only. The Limit features 
including displaying limit line(s) and Pass/Fail result function properly as predefined. 

 

Running IP test 
You can test an Internet Protocol (IP) configuration of the cell siteôs backhaul. 

 

Procedure 

1 Press the SYSTEM hot key. 

2 Select More (1/2) > Utility > IP Test. 

3 Select the command option, from the following choices: 

 To display the route and measure transit delays of packets, toggle the Commands soft key ï 

and select Traceroute. 

 To display the reachability and measure the round-trip time, toggle the Commands soft key ï 

and select Ping. 

4 To set the destination IP address to be tested, complete the following steps: 

 Press the Destination IP soft key. a



Chapter 2 Getting Started 

 JD700B Series Userôs Guide 47 

 Press the First Octal soft key. b

 Enter a value, and then press the Enter soft key. c

 Press the Second Octal soft key and repeat step c. d

 Press the Third Octal soft key and repeat step c. e

 Press the Fourth Octal soft key and repeat step c. f

5 Press the Execute soft key and select Start to start testing. 

Test result is displayed on the screen as the test is progressing. 

6 Press the Execute soft key and select Stop to stop testing. 

7 Optional. Press the Save soft key to save the test result as a .txt  file type. 

 

Activating StrataSync 
StrataSync is a cloud-based solution that provides asset, configuration, and test data management for Viavi 

instruments. StrataSync manages and tracks test instruments, collects and analyzes results from the entire 

network, and informs and trains the workforce. 

 

The JD700B series is compatible with the Viavi StrataSync cloud. This optional capability allows you to 

manage your instrument inventory ensuring you know where all your valuable equipment is and which 

engineer is using it. In addition, it allows you to keep your instruments current through the remote upgrade 

capability that ensures all instruments have the latest firmware. It also enables the centralized distribution 

of configuration settings to ensure all your engineers use the same instrument settings resulting in 

consistent measurements. 

 

Once testing is completed, the trace files can be uploaded onto StrataSync for secure storage and sharing. 

This sharing capability allows engineers who have a problem they cannot resolve to request help from an 

expert who can analyze the trace file via StrataSync using applications such as JDViewer, JDFileViewer, 

JDPowerMeter, etc. from anywhere without having to be at the instrument, helping resolve problems even 

faster. 

 

Setting up Internet connection 

Your JD700B series instrument must have Internet access to be able to connect to the StrataSync. You can 

set up for wireline or wireless Ethernet network connection. You can also use your mobile deviceôs data 

network such as the Bluetooth tethering on an Android-based smartphone and the Personal Hotspot on an 

iOS-based smartphone. If you want to share your mobileôs data network, you need to connect your 

instrument to your mobile device. 

 

Procedure 

8 Connect one of the Parani-UD100 Bluetooth adapters to the USB port of your JD780B or 
JD740B series. 

9 Turn on Bluetooth on your mobile device, and then activate its tethering or hotspot. 

 On Android mobile devices: ï 

a Go to Settings > Connections > Bluetooth. 

b Check the box for Visible to all nearby Bluetooth devices to make your mobile 

device discoverable by your instrument. 

c Go to Settings > More networks > Tethering and portable hotspot. 

d Check the box for Bluetooth tethering to enable sharing your mobile deviceôs Internet 

connection with your instrument. 

 On iOS mobile devices: ï 

a Go to Settings > Bluetooth. 
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b Turn on Bluetooth. 

c Go to Settings > Personal Hotspot. 

d Turn on Personal Hotspot to make your mobile device discoverable by your 

instrument and enable sharing your mobile deviceôs Internet connection with your 
instrument. 

10 On your JD780B or JD740B series instrument, press the SYSTEM hot key. 

11 Select System Configuration > Remote Interface > Bluetooth > Connect. 

12 Press the Scan soft key to discover your mobile device. 

You will find your mobile device from the list on the screen. 

13 Highlight your mobile device name from the list, and then press the Select soft key. 

A dialog box appears. 

14 Tap the Connect button to pair and connect. 

15 On your mobile device, enter 0000 in the PIN field, and then tap the OK button or Pair. 

If the connection is successful, ñ(Paired & Connected)ò appears next to the name of your mobile 
device on your instrument. If the connection is unsuccessful, repeat steps 6 and 7. 

16 Press the PREV hard key to return to the Bluetooth Information screen that displays the paired 

device and connected service including your CellAdvisorôs IP Address. 

 

NOTE 

If you want to use the Web-based remote control described on page 53 using this 
Bluetooth tethering, record the IP address assigned to your JD700B series to have 
access to the instrument on your smartphoneôs Web browser. 

 

 

Establishing a connection to StrataSync 

Procedure 

1 Press the SYSTEM hot key. 

2 Select More (1/2) > Utility > StrataSync. 
The StrataSync setting window appears as shown in Figure 6. 

3 Enter <server address> in the Server Address field for StrataSync. 
The server address at the time of this document production is ñstratasync.viavisolutions.comò, 

which may change. 

 

NOTE 

Viavi provides you with the information required to access StrataSync at your 
purchase of StrataSync, including the Server Address, Account ID, and Port 

number. See ñJD700B Series Common Optionsò on page 738 for more information 
on available options. 

4 Enter <account number> in the Account ID field. 

5 Enter <technician number> in the Technician ID field. 

6 To set the port number and proxy server address, complete the following steps: 

 Tap the Detail Settings button. a

The input dialog box appears. 

 Enter <port number> in the Port field. b

 Enter <proxy server address> in the Proxy Server address, if necessary. c

Contact your system administrator for your proxy server information. 

 Tap the Apply button to save and exit. d

7 Tap the Start Sync button, and then do one from the following steps: 

 When successfully synchronized, the text ñReboot the instrument to update the license ï 

informationò appears. Tap the Apply button to exit and reboot the instrument. 

 When any errors occur during the synchronization: ï 

The text "Report log has been updated. Check report info" appears and the Report 

button is activated at the same time. 

 Tap the Report button. a

The list of errors is displayed on the report window. 

 Review the error details, and then tap the OK button to exit. b
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Figure 6 StrataSync setting window 

 

 

StrataSync status indicators 

The StrataSync indication icons provide you with the connection and activity status. 
 

Indicator Description 

   
Indicates that your instrument is idle to be connected and synchronized with the 
StrataSync server. 

   
Indicates that your instrument is acquiring an authentication, synchronizing with the 
server, and sharing data. 

   
Indicates that your instrument is synchronized successfully. 

   
Indicates that your instrument failed to synchronize with the StrataSync server or 
encountered an error. 

 

Setting communication 
JD700B series provides several methods for you to connect your instrument with application software or 

other instruments and devices. 

 

Configuring Ethernet 

You can configure a network to connect your JD700B series to a computer installed with Viavi software 

applications such as JDViewer or JDRemote via Ethernet. JD700B series supports both IPv4 and IPv6 

protocols. 

 

Setting for IPv4 protocol 

Procedure 

1 Press the SYSTEM hot key. 

2 Select System Configuration > Ethernet Config > IPv4. 



Chapter 2 Getting Started 

50 JD700B Series Userôs Guide 

The Ethernet Configuration box appears. 

3 Do one of the following: 

 To enable automatic IP addressing, toggle the Mode soft key and select DHCP. ï 

 To manually assign fixed IP addresses, complete the following steps: ï 

 Toggle the Mode soft key and select Static. a

 Press the IP Address soft key. b

 Enter an address including dots in the user input field. c

 Press the ENTER hard key or Enter soft key. d

 Press the Subnet Mask soft key and repeat steps c-d. e

 Press the Gateway soft key and repeat steps c-d. f

 Press the DNS soft key and repeat steps c-d. g

4 Press the Apply soft key to apply and complete the network configuration. 

The message ñApplying Network Infoéò appears. 

 

Setting for IPv6 protocol 

Procedure 

1 Press the SYSTEM hot key. 

2 Select System Configuration > Ethernet Config > IPv6. 

3 Do one of the following: 

 To enable automatic IP addressing, toggle the Mode soft key and select Auto. ï 

 To manually assign fixed IP addresses, complete the following steps: ï 

 Toggle the Mode soft key and select Static. a

The Ethernet Configuration box appears. 

 Press the IP Address soft key. b

 Type in an address including colons using the on-screen keyboard. c

 Press the Apply soft key to complete the input. d

 Press the Subnet Prefix Length soft key. e

 Enter a length value using the numeric keys, and then press the Enter soft key. f

 Press the Gateway soft key and repeat steps c-d. g

 Press the DNS soft key and repeat steps c-d. h

4 Press the ESC hard key, and then make sure to press the Apply soft key in the IPv6 menu bar in 

order to apply and complete the network configuration. 
The message ñApplying Network Infoéò appears. 

 

Setting for JDViewer and JDRemote 

The App SW is set by default to make it easy to connect your instrument to JDViewer, JDRemote, 

JDMapCreator, and other applications. After using other remote interfaces such as SCPI, LMF, and 

USBTMC, it is recommended that you set the LAN and USB settings back to App SW. 

 

Procedure 

1 Press the SYSTEM hot key. 

2 Press the System Configuration soft key. 

3 Press the Remote Interface soft key and then do the following: 

 Select the LAN soft key and then press the App SW soft key. ï 

 Select the USB soft key and then press the App SW soft key. ï 
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Setting USBTMC mode 

The USB Test & Measurement Class (USBTMC) is a standard for programmatic control of USB-based test 

instruments that defines protocols used to send and receive messages. If you want to use the USBTMC 

protocol to communicate with the instrument remotely, you can turn this TMC Mode on. 

 

Procedure 

1 Press the SYSTEM hot key. 

2 Select System Configuration > Remote Interface > USB. 

3 Press the USBTMC soft key. 

The confirmation dialog box appears. 

4 Press the USBTMC soft key again to confirm the mode change and reboot the instrument. 

 

 

NOTE 
After using the USBTMC mode, you may want to set this setting back to App SW if you 

use JDViewer mainly for remote controlling your JD700B series. 

 

Setting SCPI mode 

You can use SCPI commands to control your JD700B series remotely. 
 

Procedure 

1 Press the SYSTEM hot key. 

2 Select System Configuration > Remote Interface > LAN. 

3 Press the SCPI soft key. 

 

 

NOTE 
After using the SCPI mode, you may want to set this setting back to App SW if you use 

JDViewer or JDRemote mainly. 

 

Configuring LMF setting 

The Local Maintenance Facility (LMF) setting is used in order to perform TX Calibration and TX Audit on 

Motorola's CDMA/EV-DO BTS in the RF Power Meter mode. See ñAppendix F ï Motorola CDMA/EV-DO 

LMFò on page 721 for more information. 

 

Enabling Bluetooth connection 

If your JD700B series has the Bluetooth Connectivity option installed with a license, you can use the 

Bluetooth mode to enable communicate between your instrument and your computer with application 

software such as JDRemote and JDViewer or to transfer files to a Bluetooth storage device. See ñAppendix 

G ï Bluetooth connectionò on page 723 for more information. 

 

Enabling Wi-Fi connection 

Wi-Fi Connectivity is an optional feature that you can activate by installing a purchased license on your 

JD700B series. After plugging a USB Wi-Fi LAN card using Realtek NICs into the instrument, you can join a 

wireless network from the instrument so that you can have access to StrataSync or control the instrument 

from the Web-based remote control on a computer. 
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Procedure 

1 Plug in your USB Wi-Fi LAN card to the USB Host port of the JD700B series. 
The Wi-Fi LAN card is detected and the white Wi-Fi indicator appears on the screen to indicate it. 

 

NOTE 

CellAdvisor JD700B series is compatible only with a USB LAN card that uses Realtek 
NICs (RTL8188eu, RTL8192cu, and RTL8812au). 

2 Press the SYSTEM hot key. 

3 Select System Configuration > Remote Interface > Wi-Fi. 

The Wi-Fi mode is turned on automatically. After searching nearby networks, the instrument 
displays a list of networks. 

4 To select a network to join, complete the following steps: 

 To refresh the networks list, press the Scan soft key. a
The instrument displays all detected networks as Detected and previously connected ones 
as Saved. 

 Highlight a network to join by using the arrow keys or rotary knob. b

 Press the Select soft key. c
The Wi-Fi Connection Info window appears for entries. Figure 7 is an example. 

5 To enter a user identity and a password for the network, complete the following steps: 

 Tap on the input box for Identity, if required. a

The on-screen keyboard appears. 

 Type your identity, and then press the Apply soft key. b

 Tap on the input box for Password, if required. c

The on-screen keyboard appears. 

 Type a correct password that must be at least eight characters long. d

 Press the Apply soft key. e

 To view the password exactly as entered, tap the checkbox for Show Password to enable it. f

6 To configure IP network settings, complete the following steps: 

 Select the TCP/IP protocol option from the choices: IPv4 and IPv6. a

Sub-selection options change according to your selection. If the selected network supports 
IPv6, you can configure IP settings for it. 

 Do one of the following: b

 To enable automatic IP addressing, select DHCP for IPv4 or Auto for IPv6. ï 

It is recommended that you select DHCP unless otherwise you know static IP 

addresses. 

 To manually assign fixed IP addresses, select Static, and then enter addresses as ï 

required for IPv4 or IPv6. If you do not have required information, contact your 

network administrator. 

 To disable the IPv6 protocol, select Off. ï 

7 Press the Connect soft key. 

Once connected, the Wi-Fi indicator turns to green and the Wi-Fi Connection Info window is 
updated with information about the connected network including SSID, status, authentication 
type, encryption method, BSSID, and assigned IP address(es). If you have selected Auto for 
IPv6 in step 6, you will have Link-Local, Stateless, and Stateful instead of IP Address. If you see 

the green Wi-Fi indication with a red exclamation mark in the center, it means that an IP address 
has not been assigned. 

 

NOTE 

It is important to record the IP address(es) if you want to use the Web Remote on your 
computer. 

8 To disconnect the currently connected network, select the network and then press the 
Disconnect soft key. 

9 To forget the selected network and delete it permanently from the list, press the Remove soft key. 
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Figure 7 Example of Wi-Fi connection information window 

 

 

Enabling Web-based remote control 

If your JD700B series has the Wi-Fi Connectivity option installed with a license, you can enable this Web 

Remote feature to control your instrument from most of Web browsers including Windows Internet Explorer 

(IE) 6 and later, Firefox, Chrome, Safari, and Android native browser in an accessible network. You can also 

use this feature to allow other users to access your instrument remotely and share the live screen 

concurrently with up to 10 clients in the network. 

 

Procedure 

1 Press the SYSTEM hot key. 

2 To get the IP address assigned to your instrument, do one of the following: 

 For wireline LAN connection: ï 

 Select System Configuration > Ethernet Config > IPv4 or IPv6. a

 Toggle the Mode soft key and select DHCP or Auto for automatic IP addressing. b

 Press the Apply soft key. c

The Ethernet Configuration box is updated with assigned IP address(es). For IPv6 
Auto, you will see Link-Local, Stateless, and Stateful instead of IP Address. 

 Record the IP address(es). d

 

NOTE 

If your network does not support the automatic IP addressing, contact your network 
administrator to get a fixed IP address assigned to your instrument. 

 For wireless LAN connection: ï 

 Select System Configuration > Remote Interface > Wi-Fi. a

 Select the currently connected network from the list, and then press the Select soft key. b

 Record the IP address displayed at the bottom. c

 For Bluetooth tethering on an Android-based smartphone or Personal Hotspot on an  ï 

iOS-based smartphone: 

 Select System Configuration > Remote Interface > Bluetooth. a

 Record the IP address assigned to your instrument under Connected Service. b

3 Press the SYSTEM hot key again. 

4 Select System Configuration > Remote Interface. 

5 Toggle the Web Remote soft key and select On to enable it. 



Chapter 2 Getting Started 

54 JD700B Series Userôs Guide 

6 Open a Web browser on your computer or mobile device, and then enter the IP address you 
have obtained in step 2, depending on the TCP/IP protocol. Examples are the following: 

 IPv4: 10.82.26.254 (put the entire address including dots in the URL bar) ï 

 IPv6: [fe80::21b:22ff:fea1:924a] (make sure to add the brackets ñ[ò and ñ]ò and put the ï 

entire address including colons in the URL bar) 

Your instrumentôs live screen appears on the Web browser as shown like Figure 8 or Figure 9. 

 

NOTE 

The IPv6 protocol is supported on the operation system ñWindows Vistaò and later. 
 

 

Figure 8 Example of Web remote on iPhone 

 

 

Figure 9 Example of Web remote on Chrome 
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Managing help manual 
The JD700B series contains the JD700B series help manual by default. The name of default help menual is 

ñSystem_Helpò. You can browse the manual instantly from any screen by pressing the HELP hot key. 

 

Adding other help manual 

You can add other help manuals to your instrument by importing a folder of help manuals (.html ) from a 

USB memory drive. 

 

Procedure 

1 Insert a USB memory drive that contains the folders of help manuals (.html ). 

2 Press the HELP hot key. 

3 Select Help manager > Import Help Files. 

The list of help folders appears on the import help files window. 

4 Select a folder you want to add. 

 

NOTE 
You cannot copy the ñInternalò folder. 

5 Tap the Copy button to complete. 
The text ñCopy Completedò appears. The folder is copied under the User_Help folder in the 
Select Help. See Figure 10. 

 

NOTE 

The maximum storage size for user help is 10M. If the file exceeds the remained storage 
space, the text ñNot enough space leftò appears. 

 

 

Viewing help manual 

You can select a help manual to view on your instrument. 

 

Procedure 

1 Press the Help hot key. 

2 Select Help Manager > Select Help. 

The list of help files appears on the select help window. 

3 Select a folder or a help file you want to view, and then tap the Select button. 

The select help window is dismissed. 

4 Press the Home soft key to view the selected help manual. 

The selected hep manual appears. 

5 To copy a folder or a help file in the User_Help folder, select a help file, and then tap Copy > 
Paste. 

6 To delete a folder or a help file, select a folder or a help file, and then tap Delete > Yes. 

 

NOTE 
You cannot delet the User_Help folder. 
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Figure 10 Example of select help screen 

 

 



 

 

  3 

 

Chapter 3 Analyzing Measurement Results 

This chapter provides instructions on how to use JD700B seriesô capabilities for measurement analysis. 

Topics discussed in this chapter are as follows: 

 

Â Using marker ............................................................................................................................. 58 

Â Using peak search ..................................................................................................................... 59 
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Using marker 

Marker  

Marker is used to get the information about a specific trace. Six markers can be set on the display and each 

marker can be used independently. The X and Y coordinates of the trace are displayed when the marker is 

placed on any position of the trace. The position displaying the markerôs X and Y coordinates may be slightly 

different for each measurement mode and refer to the description of each measurement. There are three 

different marker types available: Normal, Delta, and Delta pair. Marker position can be set manually by 

entering numeric values (frequency) when one of the marker types is selected. 

Â Select Marker: Selects an active marker whose position can be changed with the rotary knob or the 

arrow keys. The assigned number of the active marker is displayed in the Select Marker menu box 

and the active marker number is also displayed right next to the active marker on the trace when the 

Marker View is set to On. 

Â Marker View: Displays the selected marker on the screen or hides it. When the Marker View is 

turned off and then on again in the same measurement mode, markers appear at the previous 

positions. If a measurement mode is changed, markers are not restored to their previous positions. 

Â Normal: This Normal marker type provides the reading of a marker position on the trace along with 

the marker number between one and six. 

Â Delta: This Delta marker type is associated with a Normal marker. A Normal marker must be set 

before a Delta marker is set. When the Delta marker is set, the position set by the Delta marker 

becomes the reference position of the Normal marker and the markerôs X and Y values displays the 

difference compared with the Delta marker. 

Â Delta Pair: This Delta Pair marker type is associated with a Normal marker. A Normal marker must 

be set before a Delta Pair marker is set. When the Delta Pair marker is set, the position set by the 

Delta Pair marker becomes the reference position of the Normal marker and the markerôs X and Y 

values displays the difference compared with the Delta Pair marker. The reference position will be 

varied in accordance with trace change. 

Â Marker All Off: Turns all the markers the screen off. When the Marker View is selected for those 

markers, the instrument displays those markers back at the previous position. If a measurement 

mode is changed, current settings are not restored. 

Â Marker Ą: Sets the X coordinate of the active marker as selected. 

- MarkerĄCenter: Sets the frequency of the active marker to the center frequency of spectrum 

analyzer. 

- MarkerĄStart: Sets the frequency of the active marker to the start frequency of spectrum 

analyzer. 

- MarkerĄStop: Sets the frequency of the active marker to the stop frequency of spectrum 

analyzer. 

Â Frequency Count: This Frequency Count is used when a highly accurate reading of the frequency 

is needed for the active marker on the signal. The measurement sweeps get significantly slower 

because the instrument runs the measurement of the signal peak with 1 Hz resolution in background. 

Toggle this key between On and Off to enable or disable the frequency count function for the 

selected marker. 

Â Noise Marker: This Noise Marker is used to measure a noise adjacent to a signal by averaging 

several data points to calculate the readout for the Noise Marker as if making a measurement using 

a 1 Hz bandwidth. Toggle this key between On and Off to enable or disable the noise marker 

function for the selected active marker. 
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NOTE 

Frequency Count and Noise Marker functions are used only in the Spectrum Analyzer 
mode. 

 

Using peak search 

Peak search  

Each time the Peak Search soft key is pressed, the active marker is positioned at the highest peak of the 

trace. 

Â Peak Search: Moves the active marker to the highest peak of the trace. 

Â Next Peak: Moves the active marker to the second highest peak of the trace. 

Â Next Peak Right: Moves the active marker to the highest peak to the right of its current position. 

Â Next Peak Left: Moves the active marker to the highest peak to the left of its current position. 

Â Min Search: Moves the active marker to the lowest peak of the trace. 

Â Always Peak: When the Always Peak is set to On, the instrument moves the active marker 

automatically to the highest peak of the trace every time the trace is refreshed. 
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Chapter 4 Using Spectrum Analyzer 

This chapter provides instructions for using the Spectrum Analyzer function. Topics discussed in this chapter 

are as follows: 

 

Â Introduction ................................................................................................................................ 61 

Â Display overview ....................................................................................................................... 61 

Â Connecting a cable .................................................................................................................... 62 

Â Selecting measurement mode .................................................................................................. 63 

Â Conducting spectrum measurements ....................................................................................... 70 

Â Conducting RF measurements ................................................................................................. 73 
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Introduction 
The advantage of using the Spectrum Analyzer is easy to verify the presence of unwanted signals such as 

spurious and harmonics, which are normally very hard to identify in time domain analysis.  

 

Performance assurance in wireless communication systems includes the observation of the out-of-band 

signal characteristics in order to identify the presence of harmonic signals. Harmonic signals of a carrier may 

interfere with other signals far out of the transmission band, or harmonic signals from other transmitter may 

interfere with in band signals affecting the spectral integrity. 

 

In these days when wide variety of wireless communication services are provided in frequency bands 

assigned very closely to each other, it is critical to ensure that each communication service is carried out 

within their assigned frequency band minimizing interference with adjacent frequency bands. The Adjacent 

Channel Power Ratio (ACPR) characteristic of a power amplifier or other RF components is an important 

factor in evaluating the system performance. 

 

The JD700B series is the optimal solution to perform following measurements: 

 

Â Spectrum Analysis 

- Spectrum 

Â RF Analysis 

- Channel Power 

- Occupied Bandwidth 

- Spectrum Emission Mask 

- Adjacent Channel Power (ACP) 

- Multi-ACP 

- Spurious Emissions 

- AM/FM Audio Demodulation 

- Field Strength 

- Route Map 

- Dual Spectrum 

- PIM Detection (Single and Multiple Carriers) 

- Total Harmonic Distortion (THD) 

 

Display overview 
Figure 11 provides overview of each segment of the measurement screen. 
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Figure 11 Spectrum measurement screen 

 

 

Connecting a cable 
There are two ways that you can make a connection of your instrument and the base station to be tested: 

direct or indirect. 

 

Procedure 

To make a direct connection: 

1 Connect the Spectrum Analyzer RF In port of the JD700B series and the PA output port of BTS 
as shown in Figure 12. 

 
To make an indirect connection: 

1 Connect the Spectrum Analyzer RF In port of the JD700B series and the monitor (test) port of 
BTS as shown in Figure 13. 

 

Figure 12 Direct connection 

 
JD785B/JD786B/JD745B/JD746B 

 
JD788B/JD748B 
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Figure 13 Indirect connection 

 
JD785B/JD786B/JD745B/JD746B 

 
JD788B/JD748B 

 

 

CAUTION 
The maximum power for the Spectrum Analyzer RF In port is +25 dBm (0.316 W) for 

JD780B series and +20 dBm (0.1 W) for JD740B series. If the level of the input signal to 
be measured is greater than this, use a High Power Attenuator to prevent damage 
when you directly connect the signal to the instrument or connect the signal from the 
coupling port of a directional coupler. 

 

Selecting measurement mode 

Procedure 

1 Press the MODE hard key. 

2 Press the Spectrum Analyzer soft key. The Measure Off mode is selected by default. 

3 Press the MEASURE hot key, and then select the measurement mode from the following 
choices: 

 Channel Power ï 

 Occupied BW ï 

 Spectrum Emission Mask ï 

 Adjacent Channel Power ï 

 Multi-ACP ï 

 Spurious Emissions ï 

 AM/FM Audio Demod ï 

 Field Strength ï 

 Route Map ï 

 Dual Spectrum ï 

 PIM Detection > Single Carrier and Multiple Carriers ï 

 Total Harmonic Distortion ï 

 

Configuring test parameters 

Setting frequency 

You need to set the frequency range to be measured with either the center frequency/span or the start/stop 

frequencies. You can also set the frequency with the channel number and span. 
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Procedure 

To set the center frequency and span: 

1 Press the FREQ/DIST hard key. 

2 Toggle the Unit soft key and select Freq. 

3 Press the Center Frequency soft key. 

4 Enter a value by using the numeric keys. You can also use the rotary knob or the arrow keys. 

5 Select the unit: GHz, MHz, kHz, or Hz. 

6 Press the Span soft key, and then do one of the following: 

 To set the span manually, select Span, enter a value, and then select the unit. ï 

 To set the span automatically, select Full Span, Zero Span, or Last Span as needed. ï 

 

NOTE 
The Zero Span option is available only in the Spectrum mode. If you have selected Zero 
Span, select TRIGGER > Free Run, External, GPS, Video, or Display Position. 

 
To set the start and stop frequencies: 

1 Press the FREQ/DIST hard key. 

2 Toggle the Unit soft key and select Freq. 

3 Press the Start Frequency soft key. 

4 Enter a value by using the numeric keys. You can also use the rotary knob or the arrow keys. 

5 Select the unit: GHz, MHz, kHz, or Hz. 

6 Press the Stop Frequency soft key. 

7 Enter a value by using the numeric keys. You can also use the rotary knob or the arrow keys. 

8 Select the unit: GHz, MHz, kHz, or Hz. 

 
To set the channel number and span: 

1 Press the FREQ/DIST hard key. 

2 Toggle the Unit soft key and select Channel. 

3 To select the standard channel, complete the following steps: 

 Press the Channel Std soft key. The standard channel window appears. a

See ñAppendix C ï Band, frequency & channel standardò on page 716 for more information. 

 Highlight the band to be measured by using the rotary knob, the arrow keys, or the  b
Page Up/Page Down soft keys. 

 Press the Select soft key or the rotary knob to confirm the selection. c

4 Toggle the Link soft key to select the sweep direction and select Fwd (forward) or Rev (reverse). 

5 To set the channel number, complete the following steps: 

 Press the Channel Number soft key. a

 Enter a value by using the numeric keys. b

 Press the Enter soft key or ENTER hard key to complete the entry. c

The instrument automatically displays the corresponding center frequency value for the 
selected channel number. 

6 To set the span, complete the following steps: 

 Press the Span soft key. a

 Select the span option, from the following choices: b

 To set the span manually, select Span, enter a value, and then select the unit. ï 

 To set the span automatically, select Full Span, Zero Span, or Last Span as needed. ï 

 

NOTE 
The Zero Span option is available only in the Spectrum mode. If you have selected Zero 
Span, select TRIGGER > Free Run, External, GPS, Video, or Display Position. 

 
Optional. To define the amount of frequency increment for the rotary knob: 

1 Press the Frequency Step soft key, if the Freq is selected. 

2 Enter a value by using the numeric keys. 

3 Press the unit: GHz, MHz, kHz, or Hz. 
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Optional. To define the amount of channel increment for the rotary knob: 

1 Press the Channel Step soft key, if the Channel is selected. 

2 Enter a value by using the numeric keys. 

3 Press the Enter soft key. 

 

 

NOTE 

This setting is not used in the Spurious Emissions mode. 

 

Setting amplitude 

Reference level and attenuation 

You can set the reference and attenuation levels automatically or manually to optimize the display of the 

traces measured, as you desire. 

 

Procedure 

To automatically set the reference and attenuation level: 

1 Press the AMP/SCALE hard key. 

2 Press the Auto Scale soft key. 

Each time you press this key, both of the Y-axis scale and input attenuation level change to be 
optimized with some margin. 

 
To set the reference or attenuation level manually: 

1 Press the AMP/SCALE hard key. 

2 To set the maximum reference level on the Y-axis manually, complete the following steps: 

 Press the Reference Level soft key. a

 Enter a value by using the numeric keys or the rotary knob with 10 dB increments. b

 Press the unit soft key or the ENTER hard key. c
This unit key name changes according to the setting in the Units menu. 

3 To set the attenuation option, select one from the following choices: 

 To set the input attenuatorôs level automatically, select Attenuation > Auto. ï 
 

 

NOTE 
It is recommended that you set the Attenuation to Auto in most situations so that the 

level of the input attenuator can be set automatically according to your input signal level. 
 

 To set the input attenuation manually up to 55 dB for JD780B series or 50 dB for JD740B ï 

series to optimize S/N, complete the following steps: 

 Select Attenuation > Manual. a

 Press the Attenuation Value soft key to set the level. b

 Enter a value in fives by using the numeric keys. c

 Press the dB soft key or the ENTER hard key. d

 To couple the input attenuatorôs level with your reference level setting, select Attenuation > ï 

Couple. 

As you increase the reference setting, the attenuation level also increases acoordingly. 

 
Optional. To change the scale unit: 

1 Select More (1/2) > Units. 

2 Select the unit of the display scale: dBm, dBV, dBmV, dBµV, V, or W. 

The scale unit on the screen changes accordingly. 
 

 

NOTE 
For the Field Strength mode, the units change to dBµV/m, dBmV/m, dBV/m, V/m, 
Watt/m^2, and dBm/m^2. 
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Pre-amplifier 

You can turn the internal pre-amplifier on to correct and compensate for the gain of the preamplifier so that 

amplitude readings show the value at the input connector. 

 

Procedure 

1 Press the AMP/SCALE hard key. 

2 Toggle the Preamp soft key and select On or Off as needed. 

 

 

NOTE 

You can turn the Preamp on when the input attenuation range is from 0 dB to 10 dB. If 
the attenuation value is manually set to greater than 10 dB, the instrument will 
automatically turn off the pre-amplifier to display low-level signal properly on the chart. 

 

External offset 

You can turn the External Offset on and manually set the external offset value. An offset consists of a cable 

loss and a user offset and the measurement result shows the value reflecting both offset values. When the 

external offset value is set at 40 dB in the Spectrum mode, the measurement result compensates 40 dB at 

both the Spectrum Analyzer and Signal Analyzer modes. 

 

Procedure 

To set the external offset: 

1 Press the AMP/SCALE hard key. 

2 Toggle the External Offset soft key and select On. 

3 Enter a value by using the numeric keys. 

4 Press the dB soft key to complete the entry. 

 
To turn the external offset off: 

1 Press the AMP/SCALE hard key. 

2 Toggle the External Offset soft key and select Off. 

 

 

NOTE 

This setting is not used in the Field Strength mode. 

 

Scale per division 

You can use the Scale/Div feature available for the spectrum measurement screen. It represents the value 

of one division on the horizontal scale. The default setting is 10 dB per division and the maximum value can 

be set up to 20 dB. 

 

Procedure 

To set the scale per division: 

1 Press the AMP/SCALE hard key. 

2 Select More (1/2) > Scale/Div. 

3 Enter a value between 1 and 20 by using the numeric keys. 

4 Press the dB soft key to complete the entry. 
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Setting bandwidth 

You can manually set the Resolution Bandwidth (RBW), Video Bandwidth (VBW), and the proportional VBW 

based on the designated RBW. Selecting Auto changes the value to correspond to your frequency span 

setting for RBW and to the current RBW and VBW/RBW settings for VBW. 

 

Procedure 

To automatically set the RBW and VBW to your selected VBW/RBW ratio: 

1 Press the BW/AVG hard key. 

2 Press the VBW/RBW soft key to set the proportional VBW based on the designated RBW. 

Table 9 shows the ratio example for 30 kHz RBW. 

3 Select the ratio: 1, 0.3, 0.1, 0.03, 0.01, or 0.003. 

4 Toggle the RBW soft key and select Auto. 

5 Toggle the VBW soft key and select Auto. 

The RBW or VBW value on the screen changes accordingly based on the span. 

 
To manually set the RBW or VBW to your selected VBW/RBW ratio: 

1 Press the BW/AVG hard key. 

2 Press the RBW soft key. 

3 Enter a value between 1 Hz to 3 MHz in 1-3 sequence by using the numeric keys. 

4 Select the unit: MHz, kHz, or Hz. 
The RBW setting automatically changes to Manual. 

5 Press the VBW soft key. 

6 Enter a value by using the numeric keys. 

7 Select the unit: MHz, kHz, or Hz. 
The VBW setting automatically changes to Manual. 

The RBW or VBW value on the screen changes accordingly. 

 

 

NOTE 

This setting is not used in the Spurious Emissions mode. 

 

Table 8 VBW/RBW ratio example 

RBW Ratio (VBW/RBW) VBW 

30 kHz 1:1 30 kHz 

 1:0.3 10 kHz 

 1:0.1 3 kHz 

 1:0.03 1 kHz 

 1:0.01 300 Hz 

 1:0.003 100 Hz 

 

Setting average 

You can set the number of measurements to be averaged for the trace presentation. A maximum of 100 

times of averaging can be set. When the averaging reaches to your setting, a new measurement value 

replaces the measurement value in sequence from the earliest. 

 

Procedure 

1 Press the BW/AVG hard key. 
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2 Press the Average soft key. 

3 Enter a value between 1 and 100 as needed by using the numeric keys. 

4 Press the Enter soft key. 

 

Setting sweep 

The SWEEP hot key is used to set and control the sweep time, sweep mode, gated sweep settings, and 

gated sweep on or off. 

 

Sweep time 

You can set the sweep time automatically or manually. Manual setting allows you to set the sweep time 

beyond an automatic setting. 

 

Procedure 

1 Press the SWEEP hot key. 

2 Select the sweep time option, from the following choices: 

 To automatically set, toggle the Sweep Time soft key and select Auto. ï 

 To manually set, complete the following steps: ï 

 Press the Sweep Time soft key. a

 Enter a value by using the numeric keys. b

 Select the unit: Sec, mSec, or µSec. c
The sweep time mode automatically changes to Manual. 

 

 

NOTE 

This setting is not used in the Spurious Emissions mode. 

 

Sweep mode 

The default settings of the sweep mode are Continue and Normal to sweep continuously at a normal speed 

for most on-going measurements. If you want to hold the measurement or get a single sweep, you can 

change the sweep mode. 

 

Procedure 

To select the single sweep mode: 

1 Press the SWEEP hot key. 

2 Toggle the Sweep Mode soft key and select Single. You can also use the HOLD hot key. 

The letter HOLD in red appears and the sweeping is paused. 

3 Optional. Press the Sweep Once soft key to get a new measurement. 

4 Optional. To speed up sweeping, press the Sweep Mode soft key and then select Fast. 

 

NOTE 
Selecting Sweep Mode > Fast may reduce the measurement accuracy, but it is useful to 

identify the existence of interfering signals. 

 
To return to the continuous sweep mode: 

1 Toggle the Sweep Mode soft key and select Continue. You can also use the HOLD hot key. 

The letter HOLD in red disappears and the sweeping resumes. 

 

 

NOTE 

This setting is not used in the in the Field Strength mode, the AM/FM Audio Demodulation 
mode, and the Route Map mode. 
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Gated sweep 

You can configure the gated sweep settings with an internal or external trigger source. If you select Gated 

Sweep Settings, you can view the signal in time domain. 

 

Procedure 

1 Press the SWEEP hot key. 

2 Press the Gated Sweep Settings soft key. 

3 Optional. Adjust sweep time to allow enough time for a cycle by completing the following steps: 

 Press the Zero Span Time soft key. a

 Enter a value by using the numeric keys. b

 Select the unit: Sec, mSec, or µSec. c

4 Set the period, if using the internal trigger source, by doing one of the following: 

 To select the preset period, complete the following steps: ï 

 Toggle the Period soft key and select StdSignal. a

 Press the StdSignal soft key, and then select the period from the choices:  b
GSM (4.615 ms), WCDMA (10 ms), LTE (10 ms), EV-DO (5 ms), TD-SCDMA (5 ms), 
and WiMAX (10 ms). 

 To manually set the period, complete the following steps: ï 

 Toggle the Period soft key and select Manual. a

 Press the Period soft key to enter the amount of time. b

 Enter a value by using the numeric keys. c

 Select the unit: Sec, mSec, or µSec. d

5 Press the TRIGGER hot key, and then do one of the following: 

 Select External for an external trigger source. ï 

 Select Video or Display Position for the internal trigger source. ï 

6 Press the PREV hard key to continue setting the gated sweep. 

7 Set the gate delay by completing the following steps: 

 Press the Gate Delay soft key. a

 Enter a value by using the numeric keys. b

 Select the unit: Sec, mSec, or µSec. c

8 Set the gate length by completing the following steps: 

 Press the Gate Length soft key. a

 Enter a value by using the numeric keys. b

 Select the unit: Sec, mSec, or µSec. c

9 Press the PREV hard key to enable gated sweeping. 

10 Toggle the Gated Sweep soft key and select On. 

 

 

NOTE 

This setting is not used in the in the Spurious Emissions mode, the Field Strength mode, 
and the Route Map mode. 

 

Using signal generator (RF source) 

You can turn on the RF Source feature to generate a CW signal of different output power levels. 

 

Procedure 

1 Press the MEASURE SETUP hot key. 

2 Press the RF Source soft key. 

3 To set the frequency of the CW signal to be injected, complete the following steps: 



Chapter 4 Using Spectrum Analyzer 

70 JD700B Series Userôs Guide 

 Press the Frequency soft key. a

 Enter a value within the frequency range of your instrument. b

 JD740B series: 25 MHz to 4 GHz ï 

 JD780B series: 5 MHz to 6 GHz ï 

 Select the unit option from the choices: GHz, MHz, kHz, and Hz. c

4 To set the output level of the CW signal to be injected, complete following steps: 

 Press the Power Level soft key. a

 Enter a value within the output range for the frequency you have set. b

 JD740B series: -80 dBm to -30 dBm, 0 dBm ï 

 JD780B series: -60 dBm to 10 dBm ï 

 Press the Enter soft key. c

5 To start to inject the set signal, toggle the RF Source soft key and select On. 

6 To stop injecting the signal, toggle the RF Source soft key and select Off. 

 

Conducting spectrum measurements 
If you have configured test parameters as described in the ñConfiguring test parametersò on page 63, your 

measurement is displayed on the screen as like the following example, Figure 14. 

 

Figure 14 Spectrum measurement with spectrum analyzer 

 

 



Chapter 4 Using Spectrum Analyzer 

 JD700B Series Userôs Guide 71 

Figure 15 Gate sweep measurement with spectrum analyzer 

 

 

Setting trace 

You can display up to six traces on the measurement chart simultaneously. 

 

Procedure 

1 Press the TRACE/DISPLAY hard key. 

2 Press the Select Trace soft key, and then select the trace number: T1, T2, T3, T4, T5, or T6. 

The legend shape of the selected trace changes from square to round to indicate that the trace is 
the active one now. 

3 Do one of the following: 

To Select Trace Legend 

Clear current data and display with new 
measurements 

Clear Write W 

Display the input signalôs maximum response only 
(unlimited or for a certain amount of time) 

Max Hold M 

Display the input signalôs minimum response only 
(unlimited or for a certain amount of time) 

Min Hold m 

Capture the selected trace and compare traces Capture C 

Load a saved trace More (1/2) > Load L 

Hide the displayed trace Trace View > Off F 

Remove all the traces and initialize the trace 
settings 

More (1/2) > Trace 
Clear All 

 

 

 

NOTE 
For the Max Hold and Min Hold, your instrument compares newly acquired data with the 

active trace and displays larger maximum values or smaller minimum values on the 
screen. You can set it to Unlimited to hold and view maximum or minimum data or 

specify a certain amount of time up to 60 seconds by using numeric keys or rotary knob. 
 

4 To select the detection option, select More (1/2) > Detectors, and then do one of the following: 

 
 








































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































